[Automation of the determination of cardiac output by means of 4-electrode rheocardiography].
A method of cardiac output determination is described, based on automatic processing of the differential rheogram and arterial pressure traces, by a computer algorithm. All variable parameters of the rated formula are defined automatically. The method provides highly precise and rapid definition of the cardiac output.